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Angular sensitivity of gated micro-channel plate framing cameras*

O. L. Landen, A. Lobban, T. Tutt, P. M. Bell, R. Costa, and F. Ze

Lawrence Livermore National Laboratory

P.O. Box 5508, Livermore, CA 94551

Abstract

Gated, microchannel-plate-based (MCP) framing cameras have been deployed

worldwide for 0.2 - 9 keV x-ray imaging and spectroscopy of transient plasma

phenomena.  For a variety of spectroscopic and imaging applications, the angular

sensitivity of MCPs must be known for correctly interpreting the data.  We present

systematic measurements of angular sensitivity at discrete relevant photon energies and

arbitrary MCP gain.  The results can been accurately predicted by using a simple 2D

approximation to the 3D MCP geometry and by averaging over all possible photon ray

paths.

*Work performed under the auspices of the U.S. Department of Energy by the

University of California Lawrence Livermore National Laboratory under contract

number W-7405-ENG-48.
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I . Introduction

Microchannelplate (MCP) x-ray detectors are in routine use at all large laser-

plasma facilities1-5.  Typically, the average x-ray incidence angle is at 6-8° to the pore

axis to maximize sensitivity (~ cotθ) while avoiding bore-sighted operation.  However,

significant departures from this incidence angle is present for at least two types of

experiments; those using Bragg diffraction spectrometers6 and those using wide angular

field-of view point projection imaging7.  Present and future MCP users either need

complete information on the angle-dependent sensitivity of these MCPs at all relevant

photon energies, or predictive capabilities based on modelling validated by a few select

measurements, as described here.  Previous characterization8-13 has addressed dc non-

imaging applications under unspecified MCP gain conditions, with limited data at the

multi-keV photon energies relevant to ICF and high energy density physics.  In

addition, by varying the gain on the plate, we are able to confirm the transition from

single surface photoelectron production at low photon energies (< 2 keV) to multiple,

distributed x-ray-pore interactions at penetrating higher photon energies (> 5 keV).

Finally, the relative photoelectron production efficiency between the gold conductive

ends and the leaded glass matrix is inferred from the angular sensitivity.

II. Model

The conceptual operation of a MCP is shown in Fig. 1.  The entrance plane of the

MCP is negatively biased relative to the exit plane.  X-rays incident at an angle θ

relative to the pore axis produce photoelectrons in the non-conductive leaded glass pore

walls.  These photoelectrons in turn generate secondary electrons; those that escape the

wall are accelerated downwards by the electric field.  Their initial radial momentum

leads to collisions with the opposing wall, where they liberate more electrons leading to
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an amplifying cascade process. The response per unit area, Q, of the micro- channel

plate can be expressed as:

  
Q
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mfp E

I Gn n
nj
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were In and Gn are the remaining x-ray flux and MCP gain after traversing n pore walls,

R is the primary photoelectron range, S is the number of secondary electrons produced

/ photoelectron, θ is the angle between the incident x-ray and the pore axis, and mfp is

the x-ray mean-free path in the MCP material.  The response is the sum over n pore

interactions and many possible x-ray paths j as shown in Fig. 1, some entering through

the top of the MCP, some entering through the wall.  The 3D hexagonally-packed pore

structure is modelled here as 2D ridges to speedup computation (see Fig. 2).  For

example, a typical MCP with 10-µm-diameter pores spaced center-to-center by D = 12

µm is modelled here as 7.6 µm-wide channels spaced by 12 µm, preserving the average

pore wall thickness d.  When the photoelectron range R is > 1/2 the average pore wall

thickness d (≈ 2 µm), which typically occurs for photon energies11 above 15 keV, then R

in Eq. (1) should be replaced by d/2.  The flux In is given by Beers law as:

  I In
nd mfp= −( )

0 exp sinθ (2)

where d is the average pore wall thickness.  The photon mean free path vs photon

energy E for a typical typical leaded glass MCP composition14 is shown in Fig. 3.  The

mfp increases approximately as E2 except for structure at the Ba M, Si K and Pb L edges

at 1, 2 keV and 12-15 keV, respectively.
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The position dependent gain Gn is given by the discrete dynode gain model15 as:
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(3)

where V is the MCP bias voltage, V0 the voltage providing unity gain (typically 400-500

V), L and D are the pore length and diameter respectively, and x is the distance down

the pore where the photoelectron is born.

The last term Rcotθ/mfp can be rewritten cosθ (R/mfpsinθ), with the first term

representing geometric foreshortening of the pore entrance and the second term

representing the ratio of the x-ray path length admitting electron escape (R/sinθ) to the

photon mean free path (see Fig. 3).  This term is valid as long as it is << 1, true for all

reasonable vaues of R/mfp (e.g. ≈ 300 Å/3 µm ≈ .01 at a few keV) for angles > a few

degrees.

In the limit of low photon energy (< 5 keV), the mfp is << d/sinθ, hence by Eq.

(2), the only significant interaction is at the first pore wall surface (n = 0).  Eq. (10) then

simplifies to:

Qhν<5 keV ~ I0G0SRcotθ/mfp (5)

where G0 is the full gain experienced by photoelectrons liberated near the top of the

plate (x ≈ 0).  This cotθ law breaks down only for small angles tanθ < (D-d)/L (θ < 1.5°
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for a typical MCP L/D ratio of 40) when some rays can enter and exit through a single

pore without interacting with the pore walls (“bore-sighted”).  For all angles above 2°

where the cotθ law is valid, we are also justified in ignoring total external reflection for

photon energies above 1 keV.

In the limit of high-energy when the photon mfp is > dL/Dcosθ, (E ≥ 30keV),

there is a significant probability that a photon will emerge unabsorbed from the far side

of the MCP.  The series in Eq. (1) is then limited by the geometric constraint that an x-

ray photon can traverse/interact with no more than nmax = Ltanθ/D pores before

emerging from the bottom side of the plate.  Eq. (1) then simplifies to:

Qhν>30 keV ~ 2G(Ltanθ/D)(SRcotθ/mfp) = 2GLSR/Dmfp (6)

where G is the gain averaged over all x.  The MCP sensitivity at very high photon

energy should therefore be independent of angle of incidence.

The model accounts for an additional feature, the thin (0.5 µm-thick) Cu/Au

plating extending 0.5-1 pore diameter down into the mouth of each channel, serving as

the electrical conductor.  This region is nominally field-free, so any photoelectrons

produced there would not be further amplified and would not contribute to the total

signal (hence the nomenclature “end-spoiling”).  Conversely, fringing fields may allow

collection of these photoelectrons for further amplification.  By modelling both cases

and comparing to the data at large incidence angles (> 45°) where only the end-spoiling

is visible to the softer non-penetrating x-rays (see Fig. 1), one should be able to

distinguish between the two cases.

III. Experimental Procedure
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MCP angular sensitivity measurements were recorded using a Manson x-ray

source.  The MCP (L = 450 µm, D = 12 µm, pore diameter = 10 µm) with associated

phosphor read-out screen was mounted on a calibrated tilt stage at ≈ 1 m from the x-ray

source.  The relative MCP output signal/unit area was recorded by an optical CCD as

the x-ray incidence angle was varied between 6 - 70° with respect to the channel axis of

the MCP.  The absolute incidence angle was known to 0.5° accuracy by finding the

characteristic, bore-sighted signal minimum defining 0° incidence.  Two principal

photon energies were used, Al Kα at 1.49 keV and Ni Kα at 7.47 keV, filtered with thin Al

and Co foils respectively.  These photon energies have a calculated 1.5 µm and 15 µm

mfp respectively in the MCP glass (see Fig. 3), with the latter allowing for multiple pore

interactions along a single ray path.  The MCP bias voltage was varied between  500 V

and 1 kV, corresponding to near unity gain (V0 ≈ 500 V) and high gain respectively.  The

phosphor screen was kept at a constant potential of 3 kV.  The purity of the Kα spectra

were checked by an identically filtered silicon/lithium detector mounted on a reference

arm.

IV. Results

The MCP sensitivity Q to 1.5 keV Al Kα  photons in signal / unit area is plotted vs.

incidence angle relative to the pore axis in Fig. 4 for 500 and 1000 V bias.  Overplotted

are results from the 2D modelling described above assuming either no end-spoiling or a

field-free end-spoiling region extending 1/2 pore diameter down.  The parameters used

in the calculations are V0 = 500 V, L = 450 µm, D = 12 µm and d = 4.4 µm.  In addition,

the simple cotθ limit for low photon energy, no end-spoiling and unity gain is also

plotted for the 500 V low gain case (Fig. 4b).  The calculations have been normalized to

the data points at the low angles (6-8°) typical of MCP routine operation.  The relative



7

signal strength between gain settings as plotted is arbitrary, but absolute signals do

closely follow Eq. (3).  As expected, the calculations with and without end-spoiling

diverge at large angles, with the 500 V data being in better agreement with calculations

including a field-free region extending 1/2 pore diameter down.  This large angle

regime was the operating mode for the MCPIGS detectors2 used extensively for soft x-

ray laser research3.  To improve detection efficiency, a negative bias placed above the

MCP was sometimes added to collect photoelectrons born in the end-spoiling region.

At 1000 V bias, the sensitivity falls slower than cotθ because the average birth depth x

(gain by Eq. (3)) for photoelectrons decreases (increases) as the incidence angle increases

by Eq. (2).  The agreement at 1000 V bias without a field-free region is better, suggesting

fringing fields are more important at higher voltage.

Fig. 5 shows the same type of data and calculations for a 7.5 keV photon energy.  We

note the further departure from a simple cotθ law at this penetrating (15 µm mfp) x-ray

energy.  The sensitivity at large angles of incidence is proportionately greater with

penetrating x-rays because more pores can be traversed, leading to more pore wall

interactions, at larger incidence angles.  The calculational differences with and without

inclusion of end-spoiling are less significant since the 7.5 keV photons can enter and exit

multiple pore walls at large angles of incidence.

In Fig. 6, we plot the predicted angular MCP sensitivities for a range of photon energies

representing current and future x-ray line sources (Al, Ti, Zn, Mo, and Sn He-like 2-1

resonance lines at 1.5, 4.75, 9, 18 and 26 keV with mfps = 1.5, 5, 25, 45, and 115 µm,

respectively).  All calculations are done for a bias of 750 V representing the typical

average bias experienced during gated MCP operation.  The Eq. (6) limit of angle-

independent sensitivity is approached at high photon energies.
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It is now instructive to assess how different the MCP angular sensitivity will be in gated

vs dc operation. Amplification of photoelectrons produced near the top of the pores

occurs over a longer transit time τ ~ (L-x)/√V, hence such an amplification will occur at

a lower average voltage (hence lower gain per dynode) for a simple voltage pulse rising

to Vmax and falling.  Since the gain per dynode is roughly linear with voltage and the

transit time per dynode is only weakly dependent on voltage, we can then approximate

the transit-time-dependent gain as:

  

G x
V x

L
Vn

L
D

x
L

( )
max

=
+( )







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(7)

where it is assumed that the amplification of photoelectrons born between the pore

ends x = 0 and x = L experience a maximum average bias increasing between a realistic

Vmax/2 at x = 0 and Vmax at x = L respectively.  Eq. (7) shows that in general there will be

a non-zero photoelectron birth depth x under pulsed operation for which the total gain

is maximized.  Fig. 7 compares the dc vs pulsed angular sensitivity incorporating in

turn Eq. (3) and (7) in Eq. (1).  As expected, the drop in sensitivity with incidence angle

is greater in pulsed operation because the average photon-wall interaction depth x

decreases as θ increases, reducing the average dynode gain by Eq. (7).

The other quantity of interest is the MCP quantum efficiency η, which is directly related

to Q by:

η ~ QΣIn/SI0cosθΣInGn  = (2R/D)(d/2mfpsinθ)/tanh(d/2mfpsinθ) (8)
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where 1/tanh(d/2mfpsinθ) represents the converged limit of the Eq. (2) sum for 2n+1

pore wall interactions, valid for photon energies < 30 keV for finite MCP thickness.  For

non-penetrating x-rays (d > mfp and hence E < 3 keV), the 1/tanh term is ≈ 1 at all

angles, and Eq. (8) shows that one can double η  by simply halving the incident angle

from say 6 to 3°.  This strategy would be most applicable where the MCP detector can

subtend a small solid angle to the x-ray source, hence avoiding bore-sighting over part

of the detector.  For moderately penetrating x-rays (d/2mfpsinθ < 1), the quantum

efficiency remains constant with incidence angle by Eq. (8).  For x-rays traversing the

full MCP, Eq. (8) as derived from Eq. (6) becomes ~ 1/cosθ, providing increased

quantum efficiency with increasing incidence angle; however the spatial blurring =

Dmfpsinθ/d at the detector plane will also increase.  Finally, the present η (θ)

determination can be combined with absolute measurements of η(hν) at a given angle

of incidence to provide a complete understanding of MCP operation.  Such absolute

calibrations are best done in photon counting mode using a tunable calibrated

synchrotron source13.

V. Summary

The angular sensitivity of MCP to x-rays, of importance for a variety of spectroscopic

and imaging applications, has been measured for select photon energies and gain.  The

results are accurately fitted by using a simple 2D approximation to the 3D MCP

geometry and by averaging over all possible photon ray paths.  The role of the

conductive end-spoiling has been elucidated, and provides a smaller than expected

effect due to a combination of fringing fields and x-ray pore wall penetration.  The

simple model can be extrapolated to pulsed operation, higher photon energies and
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novel membraned MCPs16 to provide predictive detector capabilities for future

experiment and MCP designs.
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Figure Captions

Figure 1 Cross-sectional schematic of MCP, labelling various parameters used in model.

Figure 2 Top (bore-sighted) view of MCP pores for a) 3D reality and b) 2D model.

Figure 3 Photon mean free path in leaded glass MCP material vs photon energy.

Figure 4 Angular sensitivity of L/D = 40, D = 12 µm MCP at 1.5 keV photon energy for dc

voltage biases of a) 500 V and b) 1000 V bias.  The dots are the data, solid and dashed curves

are 2D model predictions (V0 = 500 V, d =7.6 µm) with and without 3.8 µm of end spoiling, and

dot-dash line is cotθ limit.  All curves are normalized to data at 6-8°.

Figure 5 Angular sensitivity of L/D = 40, D = 12 µm MCP at 7.5 keV photon energy for dc

voltage biases of a) 500 V and b) 1000 V bias.  The dots are the data, solid and dashed curves

are 2D model predictions (V0 = 500 V, d =7.6 µm) with and without 3.8 µm of end spoiling.  All

curves are normalized to data at 6-8°.

Figure 6 2D model predictions of angular sensitivity for various photon energies for dc

voltage bias of 750 V.  Thick solid, thick dashed, thin dotted, thin dashed, and thin solid lines

are for hν = 1.5, 4.7, 9, 18, 26 keV respectively.

Figure 7 Comparison of 2D models of pulsed (dashed line) vs dc (solid line) angular

sensitivity for a) 1.5 keV (thick lines) and b) 7.5 keV photons (thin lines).  Pulsed peak voltage

assumed is 1500 V, with average voltage experienced by photoelectron liberated at top of pore

being set at 750 V.  DC voltage comparison is at 750 V, normalized by factor of 2 to pulsed

operation gain at 6° for clearer comparison.
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